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1.0 INTRODUCTION 
Space flights in both the United States and Russia have confirmed the fact 
that some form of compensation must be provided in order to minimize the 
effects of prolonged weightlessness upon the astronaut. As the duration of 
the flights increases, the problem becomes more critical. Tilt-table and 
cuffs around the proximal attachment of the lower extremities can have sig- 
nificant benefits in conditioning of the vascular reflex mechanisms and pre- 
vent the diuretic effects experienced during prolonged weightlessness. 
Periodic inflation of pneumatic cuffs will artifically induce a hydrostatic 
pressure gradient in the lower venous system causing distention of these 
vessels and stimulating vascular reflex mechanisms. 
- rr ,eul l la iLc  c-uff - j i L f l a t i o ~ ,  occl-c2ir,g y ~ ~ , ~ . ~ ~  - F I + . . ~ -  r e m  chr. 1 T \ T I P ~  nvtvom; t 4  P O  
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will increase pooling in these areas and reduce thoracic blood volume. Decreas- 
ing thoracicblood volume will deplete the blood volume of the left atrium, 
thus preventing the stimulation of the Henry-Gauer volume/pressure receptors. 
'['is action will reflexly increase renal tubular reabsorption and subsequently 
inhibit diuresis. 
The NASA Manned Spacecraft Center, recognizing the requirement for equipment 
for the Apollo program, contracted with Beckman Instruments, Inc. for the 
design, development, fabrication, testing, and delivery of five (5) Cardio- 
vascular Reflex Conditioning Systems. (Contract NAS 9-5331). 
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1.2 General Description 
The Cardiovascular Reflex Conditioning System provides a periodic inflation of 
pneumatic cuffs around the proximal attachment of the lower extremities. This 
will artifically induce a hydrostatic pressure gradient in the lower venous 
system causing distention of these vessels and stimulating venometer reflex 
mechanisms. In addition, the pneumatic cuff inflation should help prevent the 
diuretic effect of prolonged weightlessness. 
The system is entirely pneumatic in operation and therefore does not require 
mechanical or electrical power of any kind. 
The system is comprised of two basic components: 
1. Pneumatic control system 
2. Pneumatic oscillator system. 
The pneumatic control system includes a two-stage differential pressure regu- 
lator for providing power to the o s c i l l a t o r ,  a single--+--,  u L . a g c  A; U I L L - -  q f n r o n t i 3 1  
pressure regulator for controlling cuff inflation pressure, a high pressure 
relief valve, and a low pressure relief valve. 
The pneumatic oscillator system provides the timing function and the switch- 
ing logic for the periodic inflation and deflation of the pneumatic cuffs. 
1.3 Gemini Program 
Beckman instruments, Inc. supplied equipment for the Gemini program (Contract 
NAS 9-3555) which included a pressurized oxygen storage vessel. 
vessel was charged with 4500 psig of 100% oxygen. 
The storage 
The pneumatic control 
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system conta ined ,  i n  a d d i t i o n  t o  those components l i s t e d  i n  paragraph 1 . 2 ,  a 
spr ing-loaded shu to f f  va lve  f o r  ac tua t ing  t h e  system, p rov i s ions  f o r  charging 
t h e  p re s su r i zed  s t o r a g e  v e s s e l ,  and po r t ing  f o r  i n s t a l l a t i o n  of a p re s su re  
t r ansduce r  and a r e fe rence  l i n e  t o  the f l i g h t  s u i t .  F igure  1 i s  a photograph 
of t h e  equipment suppl ied  f o r  t h e  Gemini s p a c e c r a f t .  F igu re  2 i s  a schematic 
diagram of  t h e  Gemini system. 
The system w a s  r equ i r ed  t o  p r e s s u r i z e  and depres su r i ze  one p a i r  of a s t ronau t  
c u f f s  on a 2-4 minute cyc le  t o  80 mumercury d i f f e r e n t i a l .  I n  o rde r  t h a t  t h e  
cuf f  i n f l a t i o n  p res su re  be con t ro l l ed  a t  80 rmn mercury wi th  r e l a t i o n  t o  t h e  
f l i g h t  s u i t ,  a s u i t  r e f e rence  l i n e  was run  from t h e  diaphragm of  t h e  r e g u l a t o r  
t o  t h e  s u i t .  
1.4 Apollo Program 
The equipment r equ i r ed  f o r  t h e  Apollo program d i f f e r s  from t h a t  suppl ied  f o r  
t h e  Gemini s p a c e c r a f t  i n  t h e  following r e spec t s :  
1. A p re s su r i zed  s t o r a g e  vesse l  w i l l  no t  be used. In s t ead ,  pressur ized  
oxygen from t h e  spacec ra f t  PLSS supply w i l l  be used t o  ope ra t e  the  
equipment. 
2 .  The c u f f s  w i l l  be pressur ized  and depressur ized  on a 1-1 minute 
cyc le .  
3 .  The c u f f s  are pressur ized  t o  90 rmn mercury d i f f e r e n t i a l .  
4 .  Three p a i r s  of  c u f f s  i n s t ead  of one must be p re s su r i zed .  
1-3 
l -  
F i g u r e  1. Pho tograph  o f  Gemini Sys tem 
1-4 
x 
Q) 
N 
1-5 
As with the Gemini system, operation of the equipment is completely automatic 
once it is turned on. By deleting the pressurized storage vessel and operat- 
ing the equipment instead from the main spacecraft oxygen supply, longer opera- 
tion is assured. Also, system reliability is greatly increased because the 
number and complexity of components have been reduced to a minimum. 
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2 . 0  PRINCIPLES OF OPERATION 
2 . 1  General Description 
The necessary components less interconnecting tubing and cuffs (supplied by 
NASA-MSC) are mounted on a frame measuring 6.87 inches wide, 5 . 0 0  inches deep, 
and 3 . 0 6  inches high. The entire assembly weighs less than 2 . 5  pounds and 
mounts in the Apollo lower equipment bay. Figure 3 ,  is a diagram of the system 
showing proper orientation with the spacecraft longitudinal axis. 
2 . 1 . 1  Input 
Input to the system is oxygen at 9 0 0 5 3 5  psia supplied by the Apollo Portable 
Life Support System (PLSS). Connection is made by means of a specially 
fabricated MS fitting supplied by Beckman Instruments, Inc., which is similar 
to MS 33656-4 ,  except for thread length. Input on the front of the mounting 
frame is clearly labeled as INLET. 
2 . 1 . 2  output 
The output’ from the system is directed to the astronaut cuffs via connecting 
flexible tubing supplied by NASA-MSC. Connection is made through a standard 
MS 24392-4  fitting supplied by Beckman Instruments, Inc. Maximum pressure 
at this fitting is 90 +5, -10 rmn mercury differential. This connector is 
labeled on the mounting frame as CUFF. 
2 . 1 . 3  Cycling Times 
The astronaut cuffs, when connected to the Cardiovascular Reflex Conditioning 
System, will alternately pressurize and depressurize to approximately 90 mm 
mercury differential over a two-minute cycle. 
ized during the first minute, and bled down to ambient during the second 
That is, the cuffs are pressur- 
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minute ( fo r  a . 5 . 0  p s i a  ambient atmosphere). 
s h o r t e r  i f  t h e  system i s  operated a t  ambient p re s su res  h igher  than 5 . 0  p s i a .  
The system w i l l  ope ra t e  according t o  the  c o n t r a c t ,  Statement of Work, i f  t he  
t o t a l  d i sp l aced  cuf f  volume i s  less than 60 cubic  inches.  
Cycle t i m e s  w i l l  be s l i g h t l y  
2.1.4 Pneumatic C i r c u i t  
F igure  4 is  t h e  pneumatic c i r c u i t  f o r  t h e  Cardiovascular  Ref lex  Condit ioning 
System - Apollo. Operat ion of  each of t h e  components i s  more f u l l y  explained 
i n  subsequent paragraphs.  
2.2 Pneumatic Control  System 
2 .2 .1  Two-Stage Regulator  and Rel ie f  Valve 
A two-stage r e g u l a t o r  reduces t h e  i n l e t  p re s su re  from 900 1 3 5  p s i a  t o  100 
- +2 p s i g .  
r e f e renced  t o  cab in  atmosphere. As  a p r o t e c t i o n  a g a i n s t  f a i l u r e  of  t h e  two- 
s t a g e  r e g u l a t o r ,  a r e l i e f  va lve  i s  provided t o  a s su re  t h e  output  p re s su re  from 
t h e  second s t a g e  does not  become excessive.  This  r e l i e f  va lve  a c t u a t e s  a t  
180 - +20 p s i g .  
Both s t a g e s  c o n s i s t  of  cons tan t  d i f f e r e n t i a l  p re s su re  r e g u l a t o r s  
2.2.2 Single-Stage Regulator  and Rel ie f  Valve 
The s i n g l e - s t a g e  r e g u l a t o r  (3rd s tage)  w i l l  ope ra t e  from 100 p s i g  suppl ied  by 
t h e  ou tpu t  from t h e  second s t a g e  of  t h e  two-stage r e g u l a t o r  descr ibed  i n  
2 .2 .1 .  The output  from t h e  s ing le - s t age  r e g u l a t o r  is  a d j u s t a b l e  over  t h e  
approximate range of 70-120 mm mercury d i f f e r e n t i a l ;  however, p r i o r  t o  t es t -  
i n g  and d e l i v e r y ,  i t  i s  se t  a t  90 mmmercury d i f f e r e n t i a l .  
AS a p r o t e c t i o n  a g a i n s t  f a i l u r e  o f  the s ing le - s t age  r e g u l a t o r ,  a r e l i e f  va lve  
i s  provided t o  a s su re  t h a t  t h e  o u t l e t  p re s su re  does not  become excessive.  
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This  r e l i e f  va lve  a c t u a t e s  a t  120 + 1 2  mm mercury d i f f e r e n t i a l .  - 
2 . 3  Pneumatic O s c i l l a t o r  
The pneumatic o s c i l l a t o r  i s  t h e  h e a r t  of  t h e  Card iovascular  Ref lex  Condit ioner .  
It provides  t h e  pneumatic RC t iming  func t ions  as w e l l  as t h e  necessary p o r t -  
i n g  l o g i c  f o r  d i r e c t i n g  t h e  f low of  gaseous oxygen t o  t h e  pneumatic c u f f s .  A 
unique snap-ac t ion  o s c i l l a t o r  w a s  designed a t  Beckman t o  m e e t  t h e  s t r i n g e n t  
requirements  o f  long-cycle  t i m e  and precise r e p e a t a b i l i t y .  A simple diagram 
of  t h e  pneumatic system i s  shown i n  Figure 5 t o  i l l u s t r a t e  t h e  p r i n c i p l e  of  
o p e r a t  ion .  
The o s c i l l a t o r  i s  comprised of a p i s t o n  of  magnetic material which moves i n  a 
nonmagnetic c y l i n d e r .  Ceramic magnets are loca ted  as s t o p s  a t  each end of t h e  
c y l i n d e r .  The p i s t o n  always rests i n  e i t h e r  t h e  r igh t -hand o r  t h e  l e f t -hand  
p o s i t i o n  i n  t h e  c y l i n d e r ,  w i th  t h e  end o f  t h e  p i s t o n  pu l l ed  f i r m l y  a g a i n s t  a 
ceramic magnet. The p i s t o n  i s  provided wi th  O-rings,  and p o r t s  are d r i l l e d  
a t  r i g h t  ang le s  i n t o  t h e  c y l i n d e r  housing. Two d i f f e r e n t  p a t t e r n s  o f  gas 
through t h e  system can be t r a c e d  o u t ,  depending on whether t h e  p i s t o n  i s  i n  
t h e  r igh t -hand o r  t h e  l e f t -hand  p o s i t i o n .  
AS shown i n  F igu re  5 ,  t h e  p i s t o n  i s  i n  t h e  r ight-hand p o s i t i o n .  Gas from the  
r e s t r i c t o r  is deadended a t  p o r t  N o .  1, but  can f low i n t o  t h e  r ight-hand magnet 
chamber through p o r t  No. 2 .  The high p r e s s u r e  s i d e  of  t h e  90 mm mercury regu- 
l a t o r  i s  vented  t o  ambient,  as is  the  l e f t -hand  magnet chamber, and cuf f  p o r t  
NO.  3 .  
on t h e  gas  f lowing i n t o  t h e  magnet chamber, as w e l l  as t h e  s i z e  of t h e  chamber 
i t s e l f .  A s  gas f i l l s  t h e  chamber, t h e  p r e s s u r e  w i l l  r i se  u n t i l  t h e  ne t  f o r c e  
The t i m e  t h e  p i s t o n  remains i n  t h e  r ight-hand p o s i t i o n  i s  dependent 
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exe r t ed  a g a i n s t  t h e  r i g h t  end of t h e  p i s t o n  exceeds t h e  r e s t r a i n i n g  f o r c e  of 
t h e  magnet; whereupon t h e  p i s t o n  w i l l  move s w i f t l y  and p o s i t i v e l y  t o  t h e  l e f t -  
hand p o s i t i o n .  When t h e  p i s t o n  i s  i n  the  l e f t -hand  p o s i t i o n ,  gas from the  r e -  
s t r i c t o r  i s  d i r e c t e d  i n t o  t h e  lef t -hand magnet chamber ( p o r t  No. 2 i s  blocked) 
and t h e  right-hand magnet chamber i s  vented t o  ambient. P o r t s  No. 5 and N O .  6 
are cummuted so as t o  p r e s s u r i z e  t h e  90 mm mercury r e g u l a t o r ,  and thus  f i l l  t h e  
c u f f s  ( p o r t i n g  no t  shown s i n c e  the  output from t h e  90 mm mercury r e g u l a t o r  i s  
fed d i r e c t l y  t o  t h e  c u f f s ) .  Cuff p o r t  No. 3 i s  blocked, as i s  vent  p o r t  No. 4 .  
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3.0 PRELIMINARY TESTING AND EVALUATION 
During t h e  month of November, 1965, a pro to type  o s c i l l a t o r  assembly w a s  con- 
s t r u c t e d  and t e s t e d  t o  determine t h e  following: 
1. Cycle t i m e  r e p r o d u c i b i l i t y  
2. Cuff f i l l  and dump t i m e s .  
The system w a s  connected according t o  F igu re  6 and allowed t o  ope ra t e  una t ten-  
ded f o r  s i x t e e n  days.  For t h i s  t e s t ,  t h e  Leonard Penumatic Control  System, 
which w a s  not  y e t  a v a i l a b l e ,  w a s  simulated by t h e  use  of two b o t t l e  gas pres -  
s u r e  r e g u l a t o r s .  These r e g u l a t o r s  suppl ied  t h e  necessary  p re s su re  t o  ope ra t e  
t h e  o s c i l l a t o r  assembly and a l t e r n a t e l y  p r e s s u r i z e  and depres su r i ze  a 60-cubic- .  
inch  volume which w a s  used t o  approximate t h e  cuf f  response.  Observed d a i l y  
averaged c y c l e  t i m e s  are p l o t t e d  and shown i n  F igure  7. 
A t  t h e  conclus ion  of  the tes t ,  t h e  u n i t  w a s  disassembled and c a r e f u l l y  
examined f o r  s i g n s  of wear and o the r  d e t e r i o r a t i o n .  
3.1 Cycle T i m e  R e p e a t a b i l i t y  
I n  examining t h e  p l o t t e d  cyc le  t ime d a t a  (Figure 7 ) ,  i t  w i l l  be no t i ced  t h a t ,  
a l lowing  one day f o r  system s t a b i l i z a t i o n ,  a t r end  of gradual ly  inc reas ing  
t i m e s  w a s  e s t a b l i s h e d  f o r  seven days i n  a row. During t h i s  per iod ,  both t h e  
f i l l  and dump c y c l e  t i m e s  increased from approximately 62 seconds t o  68 sec-  
onds. T h e r e a f t e r ,  t h e  f i l l  t i m e  leveled ou t  a t  70 seconds,  but  t h e  dump t i m e s  
showed a long-period response f o r  the  remainder of t h e  t e s t .  
Disassembly o f  t h e  u n i t  a f t e r  t h e  tes t  revea led  t h e  following: 
O-rings showed no s igns  of wear (dynamic o r  s t a t i c )  1. 
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Figure 7 .  Cycle Times 
Cardiovascular Reflex Conditioner - - Apollo 
Prototype Test 
"FILL" AND "DUMP" TIMES 
Note: The data represent  the t imes  during which the oscil lator s l ider  valve 
is f i r s t  in one position, then the other  (corresponding to cuff "fill" 
and cuff "dump" modes of operation). 
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2 .  Magnet assemblies showed no d i s t o r t i o n  as a r e s u l t  of t h e  con- 
t i n u a l  hammering by t h e  s l i d e r  p o l e  p i e c e s .  
3 .  One minute axial ( l o n g i t u d i n a l )  s c r a t c h  was no t i ced  on one magnet 
assembly which could poss ib l e  have c r e a t e d  an extremely s m a l l  
leakage path.  
Beckman's approach t o  improving cyc le  t i m e  r e p e a t a b i l i t y  w i l l  be f u l l y  ex- 
p l a ined  i n  paragraph 4.1. 
3 . 2  F i l l  and Dump Times  
Tests conducted a t  Beckman Instruments ,  Inc . ,  w i th  t h e  system as shown i n  
F igu re  6 i n d i c a t e d  t h a t  t h e  t i m e  r equ i r ed  t o  f i l l  and dump a s imulated cuff  
of volume equa l  t o  60 cubic  inches was approximately 5 seconds. It w a s  
noted t h a t  t h i s  t i m e  w a s  w e l l  w i t h i n  t h e  s t i p u l a t e d  10 seconds of t h e  con- 
t ract ,  s o  no f u r t h e r  a t t e n t i o n  w a s  focused on t h i s  a spec t  of t h e  Statement 
of Work, pending a test  wi th  NASA-furnished c u f f s  a t  t h e  end of November. 
D-iiriiLg bhr. LLIG mnnth -vL.c... ef Eeremher; tests with a c t u a l  a s t r o n a u t  c u f f s  demonstrated 
c o n c l u s i v e l y  t h a t  theuseof  a 60-cubic-inch,fixed-volume cuff  s imula to r  d id  
- no t  p r o p e r l y  d u p l i c a t e  t h e  ope ra t ion  of t h e  a c t u a l  a s t r o n a u t  c u f f s .  
expe r imen ta l ly  determined t h a t  t h e  i n f l a t a b l e  cuff  and tub ing  volume a t  
s t a n d a r d  c o n d i t i o n s  w a s  approximately 5 1 . 7  cubic  inches ,  and t h a t  f i l l  and 
dump t i m e s  were of t h e  o r d e r ,  30-40 seconds. By u s i n g  t h e  p e r f e c t  gas l a w ,  
an e q u i v a l e n t  f i x e d  volume could be c a l c u l a t e d  which, i f  a l t e r n a t e l y  p re s su r -  
i z e d  and depres su r i zed  at ambient conditions, would y i e l d  r e s u l t s  equivalent  t o  
a c t u a l  c u f f s .  For t h e  d a t a  j u s t  quoted, t h i s  volume is  approximately 550 
c u b i c  inches.  From t h i s  information, an aluminum c o n t a i n e r  of 600 cubic  
It w a s  
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inches w a s  f a b r i c a t e d  and t e s t e d  i n  l i e u  of t h e  a s t r o n a u t  c u f f s .  The e f f e c t  
upon system o p e r a t i o n  w a s  as expected i n  t h a t  cu f f  a c t i o n  w a s  p r o p e r l y  simu- 
l a t e d .  
Tests conducted a t  NASA-MSC were f o r  t h e  purpose of v e r i f y i n g  t h e  system 
o p e r a t i o n  a t  an ambient p re s su re  o f  5.0 p s i a .  The r e s u l t s  of t h e s e  tests are 
summarized i n  F igu re  8. 
simply c o n s i s t e d  of a l e n g t h  of large-diameter r i g i d  tub ing  covered by one o r  
more l a y e r s  of s o f t  rubbe r ) .  
S i x  c u f f s  were t i e d  around s imulated th ighs  (which 
It w a s  noted t h a t  t h e  type  of mount and method of a p p l i c a t i o n  yielded d i f f e r -  
ences i n  d a t a  of a s i g n i f i c a n t  nature .  A g e n e r a l i z a t i o n  which can be made i s  
t h a t  a cuff  mounted on a s o f t  t h igh ,  and/or  laced loose ly ,  w i l l  show long 
f i l l  and dump t i m e s ,  as compared aga ins t  t h e  same cuf f  hard mounted and laced 
f i r m l y .  
The f i l l  t i m e  p r o f i l e s  shown i n  Figure 8 do not  fol low an exponent ia l  f u n c t i o n ,  
as would be expected i f  t h e  c u f f s  were of f i x e d  volume p res su r i zed  from a 
source  of i n f i n i t e  capac i ty .  The f l a t n e s s  i n  t h e  curves ( l i n e a r  response) 
could r e s u l t  from t h e  bal loon a c t i o n  o f  t h e  c u f f ,  t h e  r e s i l i e n c y  of t h e  mount, 
t h e  nonideal  a c t i o n  of t h e  r e g u l a t o r ,  o r  any combination of t hese  e f f e c t s .  
A l so  t o  be noted from t h e  curves i s  t h e  f a c t  t h a t  t h e  f i l l  t i m e  o r  t i m e  t o  
r ise  t o  a v a l u e  of 75 mm mercury d i f f e r e n t i a l  i s  approximately 30 seconds. 
The t i m e  f o r  t h e  p re s su r i zed  c u f f s  t o  d e f l a t e  t o  a d i f f e r e n t i a l  p re s su re  of 
approximately 5 mm mercury is about 25 seconds. 
Because t h e  u s e  of a 60-cubic-inchY fixed-volume cu f f  s imula to r  d i d  no t  
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prope r ly  d u p l i c a t e  t h e  a c t i o n  of  ac tua l  a s t r o n a u t  c u f f s ,  i t  w a s  necessary  t o  
redes ign  t h e  Cardiovascular  Reflex Conditioning System - Apollo as expla ined  
i n  paragraph 4.2 .  
' .  
I 
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4.0 DESIGN MODIFICATION AND EVALUATION 
4 . 1  Cycle T i m e  R e p e a t a b i l i t y  
As  explained p rev ious ly  i n  2.3, t h e  o s c i l l a t o r  i s  simply a pneumatically oper- 
a t e d  s h u t t l e  valve which a l t e r n a t e l y  commutes va r ious  p o r t s  i n  t h e  housing 
assembly. It ope ra t e s  from a s t eady  source of 100 p s i g  oxygen, 
An end chamber i s  g radua l ly  p re s su r i zed  by r e s t r i c t i n g  t h e  flow of gas i n t o  i t  
u n t i l  t h e  r e s t r a i n i n g  f o r c e  of t h e  magnet i s  overcome, and t h e  s l i d e r  ( t h e  
s l i d e r  end forms one w a l l  of t h e  chamber) i s  forced t o  move t o  t h e  o t h e r  
b i - s t a b l e  p o s i t i o n .  I n  so doing, t h e  p re s su r i zed  chamber i s  b l ed  down t o  
ambient, and t h e  gas source i s  d i r e c t e d  t o  t h e  o the r  end of t h e  chamber. (See 
F igu re  5.) 
-- wnen reviewi.?;g t h e  n p r a t i o n  of t h e  o s c i l l a t o r  assembly, it i s  h e l p f u l  t o  
t h i n k  i n  t e r m s  of a s i m p l i f i e d  e l e c t r i c a l  analog shown i n  Figure 9. The 
resistance R 1  i n  series with t h e  b a t t e r y  B 1  allows a s m a l l  c u r r e n t  t o  flow and 
charge c a p a c i t o r  C 1  ( a l l  t h i s  corresponds t o  a s m a l l  volume flow of gas i n t o  
t h e  o s c i l l a t o r  magnet chamber). When t h e  vo l t age  across  t h e  c a p a c i t o r  equals  
t h e  b a t t e r y  v o l t a g e  B3, t h e  e r r o r  ampl i f i e r  t u r n s  on and ene rg izes  t h e  s t eppe r  
swi t ch  r e l a y  c o i l  causing switches SW1, SW2, and SW3 t o  o p e r a t e .  When t h i s  
s w i t c h i n g  o p e r a t i o n  i s  completed (corresponding t o  t h e  s l i d e r  moving between 
t h e  two magnets and commutating va r ious  i n t e r n a l  p o r t s ) ,  t h e  ampl i f i e r  t u r n s  
o f f  since C2 w a s  o r i g i n a l l y  at  ground p o t e n t i a l ,  and t h e  c y c l e  begins aga in ;  
t h i s  t i m e  w i th  b a t t e r y  B 1 ,  charging C 2 .  
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SIMPLIFIED ELECTRICAL ANALOG 
B2 
B1 - - - -  _ _ _  Tfieguiated pKleuiiiiatiC supply @ 100 p i g  
B2 - - - - - - - Regulated pneumatic supply @ 80 m m  Hg diff. 
B3 - - - - - _ _  Magnet res t ra ining force 
R1 - - - -  _ _ _  Capillary r e s t r i c to r  
R 2  - - - - - -_  Passage restr ic t ions in oscillator housing 
R3 - - - - - - -  Passage restr ic t ions in oscil lator housing and cuff assembly 
(-1 - - - - - - -  Volume around magnet (dump side)  
c2 - - - -  - - -  Volhme around magnet (fill s ide)  
c 3  - - - - - - -  Cuff volume 
SWl 
sw3 - - - - -  Por t  commutation of s l ider  valve 
sw2 1 
Electr ical  duplication of s l ider  action 
Figure 9 .  Electrical Analog 
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This  i d e a l i z a t i o n  of t h e  pneumatic c i r c u i t  al lows t h e  p r e d i c t i o n  of changes i n  
ope ra t ion  i f  c e r t a i n  parameters a r e  per turbed.  It w i l l  be noted t h a t  t h e  time 
r equ i r ed  t o  p r e s s u r i z e  t h e  end chamber t o  t h e  magnet breakaway f o r c e  i s  a func- 
t i o n  of t h r e e  b a s i c  parameters (supply p re s su re  being held c o n s t a n t ) :  
s t r e n g t h ,  (2)  R e s t r i c t o r  s i z e ,  and (3) Chamber s i z e .  Speaking i n  analogous 
f a sh ion ,  a g radua l  i nc rease  i n  cyc le  t i m e  can occur if e i t h e r  B 1  o r  R 1  i n c r e a s e s .  
This  e f f e c t  w i l l  a l s o  be noted i f  B 3  i nc reases .  On the  o t h e r  hand, an e r r a t i c  
response of one of t h e  cyc le  t i m e s  can on ly  be caused by a v a r i a b l e  impedance 
ac ross  one of t h e  c a p a c i t o r s  (leakage pa th ) .  
(1) Magnet 
Examination of each of t h e  i n t e r n a l  p a r t s  of t h e  o s c i l l a t o r  assembly a f t e r  t h e  
s i x t e e n  day t e s t ,  p lus  t h e o r e t i c a l  cons ide ra t ions  lead t o  t h e  conclusion t h a t  
day t o  day r e p e a t a b i l i t y  could be s u b s t a n t i a l l y  improved i f  magnet breakaway 
f o r c e  w e r e  reduced. That i s ,  i f  t h e  va lue  of B3 i n  t h e  analog c i r c u i t  w e r e  
reduced, so t h a t  t h e  v o l t a g e  appearing ac ross  C 1  o r  C 2  (corresponding t o  actua-  
t i o n  p r e s s u r e )  would cause t h e  e r r o r  ampl i f i e r  t o  t u r n  on and a c t u a t e  L 1  a t  a 
lower va lue .  F igu res  10 and 11 can be used t o  verify the  f a c t  t h a t  a t  t h e  
o r i g i n a l  p ro to type  tes t  a c t u a t i o n  pressure (90 ps ig )  minor changes i n  supply 
p r e s s u r e  cause l a r g e  changes i n  cycle  t i m e s ;  whereas, i f  t h e  a c t u a t i o n  p res su re  
w e r e  reduced t o  112 i t s  o r i g i n a l  value, supply p re s su re  v a r i a t i o n s  have much 
smaller e f f e c t  on cyc le  time. 
I n  o r d e r  t o  reduce t h e  s u s c e p t a b i l i t y  of t h e  o s c i l l a t o r  system t o  minor v a r i a -  
t i o n s  i n  magnet s t r e n g t h  and i n  r e s t r i c t o r  and chamber s i z e s ,  t h e  ceramic magnet 
pole  p i e c e s  w e r e  machined down u n t i l  t h e  breakaway f o r c e  as measured with bench 
t o p  tes t  apparatus  w a s  e x a c t l y  8 pounds. 
t h e n  became approximately 40 ps ig .  
Corresponding a c t u a t i o n  p res su re  
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Governing e q u a t i o n  f o r  p r e s s u r e  r ise  i n  t h e  o s c i l l a t o r  magnet chamber: 
95 
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1 
P = Po( l  - e-@) 
76.7 
60.0 
44.3 
where : 
P = supp ly  p re s su re ,  p s i g  
P = a c t u a t i o n  p r e s s u r e  
RC = system t i m e  constant ,  seconds 
0 
-1 
95 
100 
110 
t = t i m e  i n  seconds 
6 4 . 3  
60.0 
52.8 
I f  P = 90 psig,  and RC = 26 .1  sec-l, t h e  fo l lowing  t a b l e  can be cons t ruc t ed  
t o  demonstrate  t h e  e f f e c t  of changing P on a c t u a t i o n  t i m e :  
0 
-1 12 p = -," 1.n .,Le, and RC = 117.5 s e c  , 
t 
O I  
P 
F igure  10. Equation for  P res su re  R i s e  i n  Magnet Chamber 
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Figure 11. Chamber Pressure History 
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Another two week tes t  w a s  i n i t i a t e d  a f t e r  e f f e c t i n g  t h i s  mod i f i ca t ion .  The 
r e s u l t s  are p l o t t e d  i n  F igu re  12. Note t h a t  day-to-day r e p e a t a b i l i t y  i s  g r e a t l y  
improved, and thus  s u b s t a n t i a t e s  conclusions based upon t h e o r e t i c a l  considera- 
t i o n s .  An outgrowth from t h i s  e f f o r t  is a s t a n d a r d i z a t i o n  of r e s t r i c t o r  assembl- 
i es ,  s i n c e  minor d i f f e r e n c e s  i n  magnet s t r e n g t h  from u n i t  t o  u n i t  w e r e  he re to -  
f o r e  compensated by r e s t r i c t o r  tube lengths .  Also, care had t o  be exe rc i sed  
i n  t h e  s e l e c t i o n  of matched p a i r s  of magnets f o r  use i n  t h e  same u n i t  s i n c e  
g ross  d i f f e r e n c e s  i n  s t r e n g t h  could not be ad jus t ed  out  w i th  t h e  chamber a d j u s t -  
i n g  screws intended f o r  t h a t  purpose. 
4.2 F i l l  and Dump Times  
Beckman devoted a g r e a t  d e a l  of e f f o r t  t o  t h e  s tudy  of a new prototype t h a t  
would m e e t  a n t i c i p a t e d  f i l l  and dump requirements of a c t u a l  a s t ronau t  c u f f s .  
Subsequent work involved design changes i n  both t h e  o s c i l l a t o r  and r e g u l a t o r  
assemblies  f o r  t h e  primary purpose of s u b s t a n t i a l l y  i n c r e a s i n g  t h e  gas flow 
rate t o  t h e  c u f f s .  Beckman f a b r i c a t e d  and t e s t e d  a new prototype t o  t h e  pneu- 
m a t i c  c i r c u i t  diagram shown i n  Figure 4 .  
It w a s  expected t h a t  by l o c a t i n g  t h e  low p res su re  r e g u l a t e d  output  immediately 
upstream from t h e  c u f f s  (no t  switching i t  through t h e  o s c i l l a t o r ) ,  t h e  c u f f s  
would f i l l  i n  less t i m e .  A prel iminary test  performed a t  Beckman Instruments ,  
I n c . ,  i nc lud ing  t h e  substance of Figure 4 i n t o  t h e  f i r s t  prototype system gave 
v e r y  encouraging r e s u l t s .  
b o t t l e  gas r e g u l a t o r s  connected t o  the o s c i l l a t o r  assembly, i t  w a s  found pos- 
s i b l e  t o  p r e s s u r i z e  a 600 cubic  inch cu f f  volume s imulator  i n  about 7 seconds. 
The Leonard Regulator w a s  no t  y e t  a v a i l a b l e ,  so wi th  
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The f e a s i b i l i t y  of t h e  r ev i sed  pneumatic c i r c u i t  w a s  t hus  proved - it  remained 
t o  tes t  t h e  system wi th  t h e  Leonard Regulator i n  o rde r  t o  v e r i f y  t h e  p r a c t i c a l i t y  
of t h e  des ign  changes. 
P o r t i n g  i n  both t h e  r e g u l a t o r  and t h e  o s c i l l a t o r  housings w a s  modified t o  
i n c o r p o r a t e  the r e v i s e d  pneumatic c i r c u i t  i n t o  t h e  experimental  prototype.  
i s  f o r t u i t o u s  t h a t  both t h e  r e g u l a t o r  and o s c i l l a t o r  assemblies could be r ev i sed  
without  scrapping e i t h e r  housing. 
it w a s  necessa ry  t o  e f f e c t  t h e  mod i f i ca t ion ,  and a l l  passage-ways downstream 
from t h e  low p res su re  r e g u l a t o r  w e r e  increased i n  diameter from .062 inches t o  
0.10 inches and l a r g e r .  Po r t ing  i n t o  the s l i d e r  chamber w a s  increased from 
.015 inches diameter t o  .030 inches diameter (which a f f e c t s  t h e  cu f f  dump time 
s i n c e  exhaus t ing  gas must pass around the  s l i d e r  va lve  t o  ambient). 
It 
Addit ional  ho le s  and plugs were placed where 
Another series of equipment tes ts  w a s  conducted a t  NASA Houston on January 18, 
1966. The tests w e r e  conducted i n  an environmental chamber loca t ed  on t h e  
premises of KASA-XSC z.1 with a c t u a l  a s t ronau t  c u f f s  laced t o  simulated th igh .  
The r e s u l t s  of t h e  test are shown i n  Figures  13 and 14. 
I n  o r d e r  t o  e f f e c t  t h e  f a s t e r  r i s e  t i m e  t o  75 mm Hg d i f f e r e n t i a l  p re s su re  i n  
t h e  c u f f s ,  NASA d i r e c t e d  t h e  output  from t h e  low p r e s s u r e  r e g u l a t o r  t o  be 
changed from 80 mm Hg d i f f e r e n t i a l  t o  90 5 ,  - 10 mm Hg d i f f e r e n t i a l .  
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5.0 QUALIFICATION TESTING 
The q u a l i f i c a t i o n  test  procedures f o r  the Cardiovascular Reflex Conditioning 
System f o r  Apollo, experiment MI-A w e r e  submitted t o  NASA-MSC f o r  approval on 
November 12 ,  1965. Approval w a s  tendered by NASA by le t ter  communication on 
March 15, 1966, s u b j e c t  t o  inco rpora t ion  of some changes. Fu r the r  c m u n i c a -  
t i o n s  from NASA on May 6 ,  1966 d i r e c t e d  Beckman Instruments t o  make a d d i t i o n a l  
changes t o  t h e  o r i g i n a l  q u a l i f i c a t i o n  procedures. 
5.1 Desc r ip t ion  of Tests 
The tes t  schedule  r e q u i r e d  t h e  use of two test  speciments.  It w a s  planned t o  
s u b j e c t  each u n i t  t o  t h e  t e s t  i temized on page 2 of q u a l i f i c a t i o n  test  proce- 
dures .  Unit serial  number 102 w a s  subjected t o  h igh  temperature and oxygen 
atmosphere, iow ternper~te, humidity,  and oxygen atmosphere. Unit se r ia l  number 
103 w a s  sub jec t ed  t o  h igh  temperature 
a c c e l e r a t i o n ,  v i b r a t i o n ,  a c o u s t i c  no i se ,  and shock. A l l  t e s t i n g  w a s  handled 
through t h e  f a c i l i t i e s  of Corporate R e l i a b i l i t y  Engineering, Beckman I n s t r u -  
ments, I n c . ,  F u l l e r t o n ,  C a l i f o r n i a .  Some requ i r ed  tes t  equipment w a s  n o t  
a v a i l a b l e  at t h e  Beckman f a c i l i t y ,  so t h e  t es t s  r equ i r ed  f o r  u n i t  ser ia l  
number 103 w e r e  subcontracted t o  American Labora to r i e s ,  F u l l e r t o n ,  C a l i f o r n i a .  
(decompression), temperature p re s su re ,  
5 .2  S u m a r y  o f  T e s t  F a i l u r e s  
Three types of f a i l u r e s  were noted during t h e  course of q u a l i f i c a t i o n  t e s t i n g .  
I n  each c a s e ,  t h e  cause o f  f a i l u r e  w a s  i d e n t i f i e d ,  and c o r r e c t i v e  a c t i o n  taken.  
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The f a i l u r e s  desc r ibed  w e r e  no t  apparent during t h e  t e s t i n g  of t h e  CRC systems 
on t h e  Gemini Spacecraf t .  It i s  bel ieved t h a t  t h e  underlying reason f o r  t hese  
f a i l u r e s  w a s  t h e  i n c l u s i o n  of design changes e f f e c t e d  i n  t h e  Apollo u n i t s .  
These design changes r e s u l t e d  i n  t h e  o s c i l l a t o r  assembly being r equ i r ed  t o  
switch oxygen a t  100 p s i g  i n s t e a d  of 1.5 p s i g ,  and r e l a t i v e l y  h igh  gas-flow 
rates as compared t o  t h e  Gemini u n i t s .  
5 .2 .1  High Cuff P res su re  (High Temperature T e s t )  
This  t ype  of f a i l u r e  i s  manifested by o u t - o f - s p e c i f i c a t i o n  cu f f -p res su re  read- 
ings  a t  ambient condi tons.  It w a s  noted t h a t  a f t e r  s e v e r a l  hours running t i m e ,  
t h a t  t h e  cu f f  p r e s s u r e  would i n c r e a s e  t o  a high v a l u e ,  u s u a l l y  about 140 t o  
150 mm mercury d i f f e r e n t i a l .  Subsequent examination of t h e  low-pressure regu- 
l a t o r  r evea led  t h e  f a c t  t h a t  when both s i d e s  of t h e  r e g u l a t o r  w e r e  vented t o  
atmosphere, and then  t h e  high-pressure s i d e  repressurized wi th  100 p s i g  oxygen, 
i t  w a s  p o s s i b l e  t o  contaminate t h e  poppet-seat assembly. The source of t h i s  
contaminat ion w a s  probably t h e  in t e rconnec t ing  tubing and f i t t i n g s .  It seems 
improbable t h a t  t h e  contamination would have o r i g i n a t e d  v i t h i n  t h e  u n i t  s i n c e  
c a u t i o n  w a s  exe rc i sed  i n  p rope r ly  cleaning i t  i n  t h e  clean-room f a c i l i t i e s  
l o c a t e d  a t  W. 0. Leonard Company, Pasadena, C a l i f o r n i a .  When t h e  f a i l u r e  w a s  
no ted ,  and be fo re  r e p e a t i n g  t h e  test ,  t h e  u n i t  w a s  thoroughly cleaned once 
a g a i n  at W. 0. Leonard Company, and in t e rconnec t ing  tubing and f i t t i n g s  were 
c l eaned  i n  t h e  f a c i l i t i e s  a t  Beckman Instruments .  
5.2.2 S l i d e r  Hang-up (High Temperature) 
It w a s  observed t h a t  du r ing  t h e  200 F p o r t i o n  of t h e  h igh  temperature tes ts ,  
t h e  u n i t  operated i n  a proper  manner. 
t e s t ,  t h e  temperature w a s  reduced t o  ambient and du r ing  t h e  course of t h i s  
0 
However, a t  t h e  conclusion of t h i s  
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temperature  dec rease ,  t h e  o u t e r  liousiilg, by v i r t u e  of t h e  temperatuie  d l f f e r -  
ence between it and t h e  s l i d e r ,  caused t h e  s l i d e r  t o  s t o p  midway i n  i t s  t r a v e l  
from one b i - s t a b l e  p o s i t i o n  t o  t h e  o the r .  The u n i t  was taken o u t  of t e s t ,  
disassembled, and iiispected Lo determine t h e  cause of f a i l u r e .  Both t h e  bore 
diameter and s l i d e r  diameter were measured. Although t h e  dimensions obtained 
w e r e  w i t h i n  t h e  t o l e r a n c e  c a l l e d  f o r  i n  t h e  manufacturing drawings, they were 
such t h a t  a sudden decrease i n  temperature of t h e  housing would cause an i n t e r -  
f e rence  f i t .  Before t h e  u n i t  w a s  pu t  back i n t o  t es t ,  t h e  s l i d e r  w a s  turned 
down i n  diameter t o  o b v i a t e  t h i s  source of d i f f i c u l t y .  
It w a s  la ter  e s t a b l i s h e d  by communication from NASA-MSC of May 6 ,  1966, t h a t  
t h e  o p e r a t i o n a l  requirement of t h e  200 F p o r t i o n  of t h e  high temperature tes t  
w a s  t o  be e l imina ted .  Since t h e  cond i t ione r  would never be r equ i r ed  t o  oper- 
ate du r ing  t h e  s p a c e c r a f t  cond i t ions  which t h i s  200 F exposure w a s  intended 
t o  s imula t e ,  o p e r a t i o n  during t h i s  t e s t  pe r iod  w a s  e l iminated.  
0 
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5.2 .3  S i i d e r  tkirig=cT.; (Ewmtdity Test)  
The f a i l u r e  occurred du r ing  t h e  humidity t e s t ,  again due t o  s l i d e r  hang-up 
midway i n  i t s  travel between t h e  two b i - s t a b l e  s ta tes .  
i t  w a s  noted t h a t  both t h e  O-rings and s l i d e r  were p r a c t i c a l l y  dry.  The 
O-rings w e r e  examined under a microscope and it  w a s  determined t h a t  t h e  rough- 
nes s  noted on t h e  s i d e s  of t h e  O-rings w a s  caused by g a u l l i n g  w i t h i n  t h e  
c y l i n d e r  bore.  
and bulk c a r r y  over caused by t h e  r e l a t i v e l y  high gas flow rate .  
Upon disassembly, 
This  obvious l o s s  of l u b r i c a n t  was  a t t r i b u t e d  t o  a tomizat ion 
The o i l  used f o r  l u b r i c a t i o n  w a s  Dow Corning No. 200 wi th  a v i s c o s i t y  of 50 
c e n t i s t o k e s .  It w a s  reasoned t h a t  o i l  of h ighe r  v i s c o s i t y ,  w i th  t h e  a t t e n d a n t  
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g r e a t e r  s u r f a c e  t e n s i o n ,  would adhere more s t r o n g l y  t o  t h e  s u r f a c e s  which 
should be l u b r i c a t e d  du r ing  t h e  course of t h e  tes t .  Therefore ,  t h e  s o l u t i o n  
t o  t h i s  problem w a s  t o  u s e  t h e  same type of o i l  having a v i s c o s i t y  of 200 c e n t i -  
s t r o k e s .  
t h e  microscope f o r  f laws,  and t h e  whole assembly w a s  generously l u b r i c a t e d  wi th  
The O-rings w e r e  replaced with new ones which w e r e  examined under 
t h e  h ighe r  v i s c o s i t y  o i l  p r i o r  t o  t h e  s tar t  of t h e  tes t .  
- 
5.3 Discussion of Tests 
A l l  d e t a i l s  of t h e  Q u a l i f i c a t i o n  Test Program are included i n  t h e  f i n a l  t e s t  
r e p o r t  prepared by t h e  Beckman Corporate R e l i a b i l i t y  Engineering Laboratory.  
The c a r e  i n  assembly and changing t o  a heav ie r  l u b r i c a n t  occasioned by f a i l u r e s  
du r ing  Q u a l i f i c a t i o n  Tests have r e s u l t e d  i n  a u n i t  which can s u c c e s s f u l l y  pass  
a l l  environmental  cond i t ions  which may be obtained i n s i d e  t h e  Apollo Space- 
c a r f t .  It is  s i g n i f i c a n t  t o  note  t h a t  no mechanical design changes were re- 
qu i r ed  t o  c o r r e c t  f a u l t s  of t h e  system. 
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6.0 ACCEPTANCE TESTING 
I Acceptance i n s p e c t i o n  and tes t  pro dures f o r  t h e  Cardiovascula Reflex Con- 
d i t i o n i n g  Systems f o r  Apollo, experiment M1A were submitted t o  NASA-MSC 
f o r  approval February 4 ,  1966. Approval w a s  obtained on March 15, 1966, and 
a d d i t i o n a l  r e v i s i o n s  were obtained May 6, 1966. 
The fundamental purpose of t h e  Acceptance Test  i s  t o  a s c e r t a i n  proper  opera- 
t i o n  of t h e  in s t rumen t s ,  and adherence t o  t h e  s p e c i f i c a t i o n s  as l a i d  down by 
NASA i n  c o n t r a c t  NAS 9-5331. It i s  not t h e  purpose of t h e s e  tes ts  t o  s u b j e c t  
t h e  u n i t s  t o  any seve re  environmental tests which, by t h e i r  n a t u r e ,  might i m -  
p a i r  t h e  proper func t ion ing  of t he  u n i t s  a t  a l a t e r  d a t e .  
Acceptance I n s p e c t i o n  and T e s t  Procedures can be ob ta ined  from Beckman Report 
IR-2408-101 ( r e v i s e d ) .  
Details of t h e  
A l l  f i v e  Cardiovascular  Reflex Conditioning Assemblies w e r e  r equ i r ed  t o  pass  
t h e  acceptance tests. Add i t iona l ly ,  t h e  two u n i t s  which were sub jec t ed  t o  
q u a l i f i c a t i o n  i x s t l n g  were refurbished and t e s t e d  according t o  t h e  acceptance 
i n s p e c t i o n  test  procedures before  shipment t o  NASA. 
C e r t a i n  changes t o  t h e  o r i g i n a l  ope ra t ing  s p e c i f i c a t i o n s ,  and t o  t h e  q u a l i f i c a  
t i o n  acceptance tes t  p l ans  w e r e  e f f e c t e d  as a r e s u l t  o f  t h e  t e s t i n g :  
1. 
2. 
3 .  
Maximum f i l l  t i m e  w a s  increased from 13 seconds t o  16 seconds. 
The r i g i d  s imula to r  cuff  volume of 600 210 cubic  inches used 
a t  14.7 p s i a  w a s  changed t o  225 55 cubic  inches when t h e  system 
w a s  ope ra t ed  a t  5 p s i a  ambient p re s su re .  
The o p e r a t i o n a l  requirement f o r  t h e  Qual T e s t  Unit  Serial  No. 102 
du r ing  t h e  200 F p o r t i o n  of t h e  high temperature and oxygen atmos- 
phere test  w a s  d e l ~ t e d .  
0 
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7.0 RECOMMENDATIONS 
The Cardiovascular  Reflex Conditioner f o r  t h e  Apollo v e h i c l e  has m e t  a l l  t h e  
b a s i c  performance requirements of Contract NAS 9-5331. 
During t h e  cour se  of t e s t i n g  and eva lua t ion ,  i t  w a s  observed t h a t  some minor 
mod i f i ca t ions  might be made t o  f u t u r e  u n i t s  so as t o  improve o v e r a l l  perform- 
ance and r e l i a b i l i t y :  
1. I n c r e a s e  t h e  t h i r d  s t a g e  r e g u l a t o r  s e n s i t i v i t y ,  and a t  t h e  
same t i m e  reduce t h e  e f f e c t s  of temperature ,  h y s t e r e s i s ,  
f r i c t i o n ,  e t c . ,  by en la rg ing  t h e  s e n s i t i v e  area of t h e  d i a -  
phragm. 
2 .  Minimize t h e  p o s s i b i l i t y  of t h i r d - s t a g e ,  r e g u l a t o r - s e a t  
c o n t a i n a t i n n  by including a f i l t e r  between t h e  o s c i l l a t o r  
and r e g u l a t o r  i n l e t .  
. 
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